[Complications caused by artificial hinge knee joint].
Artificial hinge knee joint was used in 25 patients with bone tumors around the knee joint. 23 patients were followed on the average for 3 years and 3 months. Complication was noted in 10 patients including infection in 7 (5 short-term, 2 long-term), broken joint in 1 patient and loosening in 2. The causes for complication and counter-measures were discussed.